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Introduction: Optical restriction genome mapping is a technology in which a genome is linearized on a surface and digested with specific 
restriction enzymes, giving an arrangement of the genome with gaps whose order and size are unique for a given organism. Current 
applications of this technology include assisting with the correct scaffolding and ordering of genomes in conjunction with whole-genome 
sequencing, observation of genetic drift and evolution using comparative genomics and epidemiological monitoring of the spread of 
infections. Here, we investigated the suitability of genome mapping for use in clinical labs as a potential diagnostic tool.
Materials and Methods: Using whole genome mapping, we investigated the basic performance of the technology for identifying two 
bacteria of interest for food-safety (Lactobacilli spp. and enterohemorrhagic Escherichia coli). We further evaluated the performance for 
identifying multiple organisms from both simple and complex mixtures.
Results: We were able to successfully generate optical restriction maps of four Lactobacillus species as well as a strain of 
enterohemorrhagic Escherichia coli from within a mixed solution, each distinguished using a common compatible restriction enzyme. 
Finally, we demonstrated that optical restriction maps were successfully obtained and the correct organism identified within a clinical matrix.
Conclusion: With additional development, whole genome mapping may be a useful clinical tool for rapid in vitro diagnostics.
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IntrOductIOn
One of the primary goals of public health agencies is the early 
detection of infectious disease and emergent biological agents. 
Whole-genome mapping (WGM) is a recent technology capable of 
generating a visible signature specific to a given pathogen [1] with the 
possibility of being used as a clinical detector. By utilizing the entire 
pathogen’s genome, a high degree of confidence in diagnostic value 
could potentially be obtained. This technology is currently used in 
basic research laboratories to aid in DNA sequence analysis, but its 
applicability in clinical situations has yet to be realized. WGM has 
been applied primarily for assembly of whole-genome sequencing 
[2-4] and in strain typing [1,5-8]. Recently, the use in strain typing has 
been advanced even further to include rapid assessment of genome 
instabilities in highly pathologic Staphylococcus aureus [9].

Unlike many currently employed diagnostic technologies, this 
technology does not rely upon DNA amplification [10] and is thereby 
less prone to enzymatic errors or a prior knowledge of the suspected 
pathogens. This technology requires as input only purified, stable 
genomic DNA [11]. This input can be successfully obtained using a 
number of commercially available high molecular weight extraction 
kits. The genomic DNA is then gently added via pipette into charged, 
microfluidic channels which ensure a linear deposition of the DNA. 
This linear DNA is critical for correct restriction mapping, as individual 
fragments will be analysed by the instrument. The linearized DNA 
is then treated with restriction endonucleases, which remove short 
fragments of DNA, leaving larger fragments present and the order of 
these fragments remains intact. The final step requires the addition 
of a fluorescent dye and imaging using a digital camera. Data 
analysis is performed by overlapping fragment patterns to assemble 
full-length chromosomes, genomes and/or plasmids.

Because of the lack of a need for early knowledge, this instrument 
could be used to identify completely unknown infectious agents 
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ABStrAct
Introduction: Optical restriction genome mapping is a technology 
in which a genome is linearized on a surface and digested with 
specific restriction enzymes, giving an arrangement of the genome 
with gaps whose order and size are unique for a given organism. 
Current applications of this technology include assisting with 
the correct scaffolding and ordering of genomes in conjunction 
with whole-genome sequencing, observation of genetic drift 
and evolution using comparative genomics and epidemiological 
monitoring of the spread of infections. Here, we investigated the 
suitability of genome mapping for use in clinical labs as a potential 
diagnostic tool.

Materials and Methods: Using whole genome mapping, we 
investigated the basic performance of the technology for identifying 

two bacteria of interest for food-safety (Lactobacilli spp. and 
Enterohemorrhagic Escherichia coli). We further evaluated the 
performance for identifying multiple organisms from both simple 
and complex mixtures.

results: We were able to successfully generate optical restriction 
maps of four Lactobacillus species as well as a strain of 
Enterohemorrhagic Escherichia coli from within a mixed solution, 
each distinguished using a common compatible restriction 
enzyme. Finally, we demonstrated that optical restriction maps 
were successfully obtained and the correct organism identified 
within a clinical matrix.

conclusion: With additional development, whole genome 
mapping may be a useful clinical tool for rapid invitro diagnostics.

RichaRd R. chapleau1, JaMeS c. Baldwin2

within a patient sample. Furthermore, this technology could readily 
be multiplexed, or can be seen as tolerant of contaminating DNA, 
because it can assemble multiple optical maps in a single sample 
individually. 

AIM
The potential of WGM was assessed, within a clinical scope, by 
evaluating the impacts of mixed cultures and complex, clinical 
sample backgrounds.

MAterIAlS And MethOdS
The study was performed over the course of one year (2011-
2012) at the US Air Force School of Aerospace Medicine in the 
Applied Technology and Genomics Division. Bacterial cultures were 
purchased from the American Type Culture Collection (Manassas, 
VA). Culture media and supplies were purchased from Sigma-
Aldrich (St. Louis, MO), VWR (Radnor, PA), or Fisher (Waltham, 
MA), as appropriate. Chemicals and reagents for DNA extraction 
and map creation were purchased from OpGen (Gaithersburg, MD). 
All bacterial operations were performed within Class II Biosafety 
cabinets and DNA preparations were conducted on freshly cleaned 
and DNA AWAY (Fisher) decontaminated bench.

design of experimental samples: Two user-blinded experiment 
sets were performed to test whether multiple bacteria could be 
uniquely identified within mixtures. In the first set of experiments, three 
unique organisms (Bacillus subtilis subsp. globigii, Enterococcus 
faecalis, and B. anthracis (Sterne) were independently cultured 
and combined into one of three combinations: a single organism 
(B. subtilis), two organism at equal concentration (B. subtilis and 
E. faecalis), or all three at equal concentrations. The mixtures 
were assigned letters X-Z by a third-party responsible for bacterial 
cultures.  The second set of experiments introduced new organisms 
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and higher complexity. In these experiments, six organisms were 
randomly selected by the culture specialist and provided in a blinded 
manner similar to the previous experiment, with the exception that 
one organism (Pseudomonas aeruginosa) was mixed at one-fifth 
the concentration of the other five organisms. In this manner, we 
were able to simultaneously evaluate the ability of the technology 
to detect and identify individual mixed organisms and to detect 
minor constituents when presented with overwhelming contaminant 
genomes.

Finally, to test the clinical applicability, E. faecalis was spiked into 
a commercial nasal wash sample. This organism was selected as 
it is not normally found in the nasal passages and therefore any 
observed E. faecalis came from the spike and not from background 
presence. This ensures that a target bacterium can be identified 
within clinically-relevant samples.

extraction of genomic dna: All bacteria were processed according 
to the manufacturer’s directions for gram-positive bacterial DNA 
extraction using the HMW DNA Isolation Kit and the MapCard II 
Kit for Microbial Genomes (instructions provided with kits, catalog 
numbers 14310-020 and 14001-010, respectively). Preliminary tests 
indicated no detriment to gram-negative bacterial DNA using this 
method (unpublished results). Briefly, 100 µL of bacterial culture or 
E. faecalis spiked nasal wash (25% from 3 McFarland) was spun at 
5000g to pellet bacteria. The pellet was resuspended in 500 µL Cell 
Wash Buffer and spun a second time. Spheroplasting was achieved 
using 0.5 µL Ready-Lyse lysozyme and 3 µL of Mutanolysin added 
to 100 µL Spheroplasting Buffer and the reaction was carried out for 
2 hour at 37°C. Spheroplasting was stopped and cells were lysed 
by adding 90 µL Isolation Buffer and 10 µL Proteinase K at 56°C 
for 30 min. Isolated DNA was diluted in Dilution Buffer and quality 
was checked on QCard surfaces prior to placing the optimal DNA 
dilution on a MapCard surface for analysis.

whole-genome restriction mapping: Optical maps of isolated 
genomic DNA from bacterial samples were generated using the 
Argus System (OpGen) as per the manufacturer’s directions using 
the Stain Kit DIL and the appropriate Enzyme Kit for the desired 
reaction. A minor modification to the MapCard protocol was found 
necessary to ensure high quality cards with no introduction of air 
bubbles: a stepwise application of the port seal as solutions were 
added to the MapCard. Antifade Solution was slowly pipetted 
into the top well of the MapCard, followed by slow addition of 
the appropriate Reaction Buffer for the enzyme chosen and the 
Enzyme itself. Finally, diluted JOJO was added to the MapCard, 
which was then placed in the MapCard Processor for automated 
restriction enzyme digestion. Following digestion, the MapCard was 
transferred to the Argus Optical Mapper for image acquisition and 
analysis. Organism identification was performed using the supplied 
software and the provided genome database. Database entries can 
be edited and uploaded using standard formatting with GenBank 
data files.

reSultS 
The ability of the WGM to detect multiple organisms in a single 
sample was evaluated in two experiments. In the first study, three 
samples were prepared in a single-blind method.The organisms 
used in this study included two vegetative bacteria and a spore 
preparation. By preparing the samples as per the instrument 
manufacturer’s Gram-positive isolation protocol, the instrument 
was able to successfully detect all vegetative bacteria in each of 
the three samples [Table/Fig-1].

In a second, single-blinded multi-organism study, six bacteria 
[Table/Fig-2] were combined into a single sample. Without any 
preselection of restriction enzymes caused by sample bias, we were 
successfully able to detect two of the bacteria, although neither was 
P. aeruginosa [Table/Fig-2], which had poor respresentation in all 
experiments. Limitations inposed by the instrumentation restricted 

the work to only three restriction endonucleases. Here, the enzymes 
were chosen by comparing the vendor-provided enzyme kits against 
a vendor-provided database filtered for targets of potential food 
safety and public health interest so that the maximum number of 
potential targets could be identified. Using in silico estimates, these 
three enzymes (AflII, NcoI, and NheI) were theoretically sufficient for 
distinguishing between B. cereus (NheI), Escherichia coli (AflII, NcoI), 
Listeria monocytogenes (NcoI, NheI), and S. aureus (AflII) from our 
mixed culture.

Finally, E. faecalis was spiked into a commercially obtained nasal 
wash sample externally tested to be negative for the target 
bacterium (as well as many other pathogens). Although not normally 
associated with the nasal passages, this bacterium was chosen 
as an example because a whole-genome map was successfully 
obtained within the laboratory (99% DB coverage), it is a normal 

Sample id Organism identified dc cc Spiked organism

Sample X

E. faecalis, V583 98% 99% E. faecalis

B. atrophaeus, 1942
57% 90%

B. atrophaeus
B. anthracis (Sterne), 
spore

Sample Y
E. faecalis, V583 99% 100% E. faecalis

B. atrophaeus, 1942 39% 87% B. atrophaeus

Sample Z B. atrophaeus, 1942 98% 99% B. atrophaeus

[table/Fig-1]: Unrestricted database searching in a single-blind mixed sample 
study. B. atrophaeus is the identifier provided in the vendor-provided database for 
B. subtilis subsp. globigii.

Sample id Organism identified dc cc Spiked organism

Sample A

B. cereus

E. coli, 0157:H7 str. Sakai 11% 48% E. coli O157:H7

K. pneumonia

L. monocytogenes, EGD-e 24% 65% L. monocytogenes

P. aeruginosa

S. aureus

[table/Fig- 2]: Unrestricted database searching in a single-blind, complex mixture 
study.

Spiked 
Organism hit id Organism identified dc cc

E. faecalis

1 E. faecalis, V583 21% 56%

2 Mycoplasma arthritidis, 158L3-1 7% 5%

3 Chlamydia trachomatis, D/UW-3/CX 7% 8%

[table/Fig- 3]: Unrestricted database searching in a spiked nasal wash sample 
using a single 1200 kilobase contig

database Map name dc cc Bc Factor

V. cholerae, MJ-1236 chromosome 2 88% 24% 2112

V. cholerae, M66-2 chromosome 2 84% 22% 1848

V. cholerae, O1 biovareltor str. N16961 
chromosome 2

81% 22% 1782

V. cholerae, M66-2 chromosome 1 77% 60% 4620

V. cholerae, MJ-1236 chromosome 1 
76% 59% 4484

V. cholerae, O1 biovar El Tor str. N16961 
chromosome I

74% 57% 4218

V. cholerae, O395 chromosome 2 58% 44% 2552

V. cholerae, O395 chromosome 1 39% 10% 390

Brucella abortus, bv. 1 str. 9-941 
chromosome 2

37% 11% 407

Acidilobus saccharovorans, 345-15 
chromosome

31% 10% 310

[table/Fig-4]: Demonstration of the BC Factor to mitigate potentially misleading 
detection calls based default sorting algorithms. Red highlighted hits indicate the 
shorter, reordered chromosome in V. cholera, whereas green hits indicate the longer, 
native chromosome
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fluorescent microscope with at least 60x objectives and a digital 
camera [11]. Alternatively, a fully-equipped system inclusive of all 
required instruments and analytical capabilities as demonstrated 
herein is commercially available. The instrument cost is in-line 
with other standard clinical lab instruments and the per sample 
costs from the manufacturer would be dependent upon number 
of restriction enzymes chosen. Each of the commercial product’s 
chips could be used to run up to three patient samples in parallel 
or a single patient with three unique enzyme combinations. The 
entire experiment, from sample receipt through data analysis, can 
be performed in a single 8-hour shift. The data reported from the 
software we used are objective, single-line indications of which 
organisms are present, limiting any subjective data interpretation to 
a single step in the procedure where the stained images are viewed 
and a decision to process the chip must be made. This step may 
be made objective with a few simple image analysis techniques, 
although this is not currently standard practice.

With some  modifications  to the  standard  procedure  for  data 
analysis, it may be possible to employ this technology as a lab 
developed test in a clinical setting. Here we showed that this 
technique could be used to identify bacteria within nasal samples 
and we expect it to perform equally well with other clinical samples 
since the first step is a purification of the high molecular weight 
DNA.Depending upon the concentration of organism in the sample, 
it may be possible to perform restriction mapping-based diagnostics 
without bacterial culturing; however it is more likely that some 
culturing would be required. Therefore, only minimal time would 
be saved using this method versus standard microbe identification 
techniques. Instead, this technique could prove useful in strain typing 
for determination of pathogenesis. By interrogating the DNA directly, 
pathogenic strains will be readily apparent to the map alignment 
software. Such rapid strain typing could be envisioned to be useful 
in monitoring nosocomial outbreaks in neonatal and intensive care 
wards, or even as an initial screen for antibiotic resistant strains 
such as MRSA.

cOncluSIOn
We have shown optical restriction genome mapping as capable of 
identifying pure, clinically relevant organisms from single-blinded 
samples in culture media, in clinical matrices such as nasal wash, 
and identifying complex mixtures of unknown bacteria. Furthermore, 
we present a few simple modifications to the data analysis steps 
with the potential to turn this technology into a valuable device for 
clinical use.
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