Noncompressible abdominal bleeding is a significant cause of preventable death on the battlefield and in the civilian setting, with no effective therapies available at point of injury. We previously reported that a self-expanding polyurethane foam significantly improved survival in a lethal hepatoportal injury model of massive venous hemorrhage. In this study, we hypothesized that foam treatment could improve survival in a lethal iliac non-compressible hemorrhage, abdominal, lethal

**16. SECURITY CLASSIFICATION OF:**
- a. REPORT: UU
- b. ABSTRACT: UU
- c. THIS PAGE: UU

**17. LIMITATION OF ABSTRACT**
- UU

**15. NUMBER OF PAGES**
- UU

**19a. NAME OF RESPONSIBLE PERSON**
- Maria Palasis

**19b. TELEPHONE NUMBER**
- 000-000-0000
Final Report: Self-Expanding, Tough Biodegradable Elastomers for Wound Stasis

ABSTRACT

Noncompressible abdominal bleeding is a significant cause of preventable death on the battlefield and in the civilian setting, with no effective therapies available at point of injury. We previously reported that a self-expanding polyurethane foam significantly improved survival in a lethal hepatoportal injury model of massive venous hemorrhage. In this study, we hypothesized that foam treatment could improve survival in a lethal iliac artery injury model in noncoagulopathic swine.

METHODS:
In swine with a closed abdomen, an iliac artery transection was created, resulting in massive noncompressible exsanguination. After injury, animals were treated with damage-control fluid resuscitation alone (n = 14) or foam treatment in addition to fluids. Two doses of foam treatment were studied: 100 mL (n = 12) and 120 mL (n = 13); all animals were monitored for 3 hours or until death.

RESULTS:
Foam treatment at both doses resulted in a significant survival benefit and reduction in hemorrhage rate relative to the control group. Median survival time was 135 minutes and 175 minutes for the 120-mL and 100-mL doses, compared with 32 minutes in the control group (p < 0.001 for both groups). Foam resulted in an immediate, persistent improvement in mean arterial pressure and a transient increase in intra-abdominal pressure. The median hemorrhage rate was 0.27 g/kg per minute in the 120-mL group and 0.23 g/kg per minute in the 100-mL group, compared with 1.4 g/kg per minute in the control group (p = 0.003 and 0.006, respectively, as compared with the control).

CONCLUSION:
Self-expanding foam treatment significantly improves survival in an otherwise lethal, noncompressible, massive, arterial injury. This treatment may provide a prehospital intervention for control of noncompressible abdominal hemorrhage.
Enter List of papers submitted or published that acknowledge ARO support from the start of the project to the date of this printing. List the papers, including journal references, in the following categories:

(a) Papers published in peer-reviewed journals (N/A for none)

Received   Paper


08/06/2015  2.00 Michael Duggan, Adam Rago, Upma Sharma, Greg Zugates, Toby Freyman, Rany Busold, John Caulkins, Quynh Pham, Yuchaio Chang, Ali Mejaddam, John Beagle, George Velmahos, Marc deMoya, Lawrence Zukerberg, Tat Fong Ng, LTC David R. King. Self-expanding polyurethane polymer improves survival in a model of noncompressible massive abdominal hemorrhage, Journal of Trauma and Acute Care Surgery, (06 2013): 0. doi: 10.1097/TA.0b013e31828da937

TOTAL:  4

Number of Papers published in peer-reviewed journals:

(b) Papers published in non-peer-reviewed journals (N/A for none)

Received   Paper

TOTAL:

Number of Papers published in non peer-reviewed journals:

(c) Presentations
Number of Presentations: 0.00

<table>
<thead>
<tr>
<th>Non Peer-Reviewed Conference Proceeding publications (other than abstracts):</th>
<th>Received</th>
<th>Paper</th>
</tr>
</thead>
<tbody>
<tr>
<td>TOTAL:</td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th>Number of Non Peer-Reviewed Conference Proceeding publications (other than abstracts):</th>
<th>Received</th>
<th>Paper</th>
</tr>
</thead>
<tbody>
<tr>
<td>Peer-Reviewed Conference Proceeding publications (other than abstracts):</td>
<td></td>
<td></td>
</tr>
<tr>
<td>TOTAL:</td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th>Number of Peer-Reviewed Conference Proceeding publications (other than abstracts):</th>
<th>Received</th>
<th>Paper</th>
</tr>
</thead>
<tbody>
<tr>
<td>(d) Manuscripts</td>
<td></td>
<td></td>
</tr>
<tr>
<td>TOTAL:</td>
<td></td>
<td></td>
</tr>
</tbody>
</table>
### Books

**Received** | **Book**

**TOTAL:**

**Received** | **Book Chapter**

**TOTAL:**

### Patents Submitted

### Patents Awarded

### Awards

<table>
<thead>
<tr>
<th>Graduate Students</th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>NAME</strong></td>
<td><strong>PERCENT_SUPPORTED</strong></td>
</tr>
<tr>
<td><strong>FTE Equivalent:</strong></td>
<td></td>
</tr>
<tr>
<td><strong>Total Number:</strong></td>
<td></td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th>Names of Post Doctorates</th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>NAME</strong></td>
<td><strong>PERCENT_SUPPORTED</strong></td>
</tr>
<tr>
<td><strong>FTE Equivalent:</strong></td>
<td></td>
</tr>
<tr>
<td><strong>Total Number:</strong></td>
<td></td>
</tr>
</tbody>
</table>
Names of Faculty Supported

<table>
<thead>
<tr>
<th>NAME</th>
<th>PERCENT_SUPPORTED</th>
<th>National Academy Member</th>
</tr>
</thead>
<tbody>
<tr>
<td>David King</td>
<td>0.50</td>
<td></td>
</tr>
</tbody>
</table>

FTE Equivalent: 0.50
Total Number: 1

Names of Under Graduate students supported

<table>
<thead>
<tr>
<th>NAME</th>
<th>PERCENT_SUPPORTED</th>
</tr>
</thead>
</table>

FTE Equivalent:
Total Number:

Student Metrics
This section only applies to graduating undergraduates supported by this agreement in this reporting period

- The number of undergraduates funded by this agreement who graduated during this period: 0.00
- The number of undergraduates funded by this agreement who graduated during this period with a degree in science, mathematics, engineering, or technology fields: 0.00
- The number of undergraduates funded by your agreement who graduated during this period and intend to work for the Department of Defense: 0.00
- The number of undergraduates funded by your agreement who graduated during this period and will receive scholarships or fellowships for further studies in science, mathematics, engineering or technology fields: 0.00

Names of Personnel receiving masters degrees

<table>
<thead>
<tr>
<th>NAME</th>
<th>PERCENT_SUPPORTED</th>
</tr>
</thead>
</table>

Total Number:

Names of personnel receiving PHDs

<table>
<thead>
<tr>
<th>NAME</th>
<th>PERCENT_SUPPORTED</th>
</tr>
</thead>
</table>

Total Number:

Names of other research staff

<table>
<thead>
<tr>
<th>NAME</th>
<th>PERCENT_SUPPORTED</th>
</tr>
</thead>
</table>

FTE Equivalent:
Total Number:
<table>
<thead>
<tr>
<th>Sub Contractors (DD882)</th>
</tr>
</thead>
<tbody>
<tr>
<td>1 a. Massachusetts General Hospital</td>
</tr>
<tr>
<td>Sub Contractor Numbers (c):</td>
</tr>
<tr>
<td>Patent Clause Number (d-1):</td>
</tr>
<tr>
<td>Patent Date (d-2):</td>
</tr>
<tr>
<td>Work Description (e):</td>
</tr>
<tr>
<td>Sub Contract Award Date (f-1):</td>
</tr>
<tr>
<td>Sub Contract Est Completion Date(f-2):</td>
</tr>
<tr>
<td></td>
</tr>
<tr>
<td></td>
</tr>
<tr>
<td></td>
</tr>
<tr>
<td></td>
</tr>
</tbody>
</table>
1 a. Tanaka Kapec Design Group

Sub Contractor Numbers (c):
Patent Clause Number (d-1):
Patent Date (d-2):
Work Description (e):
Sub Contract Award Date (f-1):
Sub Contract Est Completion Date(f-2):

1 b. 11 Brookfield Street

Norwalk  CT  06851

1 a. Troy Polymers

Sub Contractor Numbers (c):
Patent Clause Number (d-1):
Patent Date (d-2):
Work Description (e):
Sub Contract Award Date (f-1):
Sub Contract Est Completion Date(f-2):

1 b. 330 East Maple Road, Suite L

Troy  MI  48083
In situ forming hemostatic foam implants

Patent Filed in US? (5d-1) Y
Patent Filed in Foreign Countries? (5d-2) Y
Was the assignment forwarded to the contracting officer? (5e) N
Foreign Countries of application (5g-2): PCT

5a: Upma Sharma
5f-1a: Arsenal Medical
5f-c: 480 Arsenal Street
Watertown MA 02472

5a: Irina Gitlin
5f-1a: Arsenal Medical
5f-c: 480 Arsenal Street
Watertown MA 02472

5a: Greg Zugates
5f-1a: Arsenal Medical
5f-c: 480 Arsenal Street
Watertown MA 02472

5a: Adam Rago
5f-1a: Arsenal Medical
5f-c: 480 Arsenal Street
Watertown MA 02472

5a: Jeffrey Carbeck
5f-1a: Arsenal Medical
5f-c: 480 Arsenal Street
Watertown MA 02472

5a: Robert Caulkins
5f-1a: Arsenal Medical
5f-c: 480 Arsenal Street
Watertown MA 02472

5a: Toby Freyman
5f-1a: Arsenal Medical
5f-c: 480 Arsenal Street
Watertown MA 02472

5a: Quynh Pham
5f-1a: Arsenal Medical
5f-c: 480 Arsenal Street
Watertown MA 02472
Scientific Progress

Technology Transfer
Development of a lethal, closed-abdomen, arterial hemorrhage model in noncoagulopathic swine

Michael J. Duggan, DVM, Adam Rago, BS, John Marini, BS, John Beagle, BS, Miroslav Peev, MD, George Velmahos, MD, PhD, Upma Sharma, PhD, and David R. King, MD*

Article info

Article history:
Received 12 September 2013
Received in revised form 19 November 2013
Accepted 6 December 2013
Available online 12 December 2013

Keywords:
Trauma
Bleeding
Hemorrhage
Iliac
Battlefield
Artery
Resuscitation
Exsanguination

Abstract

Background: Prehospital treatment for noncompressible abdominal bleeding, particularly due to large vascular injury, represents a significant unmet medical need on the battlefield and in civilian trauma. To date, few large animal models are available to assess new therapeutic interventions and hemostatic agents for prehospital hemorrhage control.

Methods: We developed a novel, lethal, closed-abdomen injury model in noncoagulopathic swine by strategic placement of a cutting wire around the external iliac artery. The wire was externalized, such that percutaneous distraction would result in vessel transection leading to severe uncontrolled abdominal hemorrhage. Resuscitation boluses were administered at 5 and 12 min.

Results: We demonstrated 86% mortality (12/14 animals) at 60 min, with a median survival time of 32 min. The injury resulted in rapid and massive hypotension and exsanguinating blood loss. The noncoagulopathic animal model incorporated clinically significant resuscitation and ventilation protocols based on best evidenced-based prehospital practices.

Conclusion: A new injury model is presented that enables screening of prehospital interventions designed to control noncompressible arterial hemorrhage.

© 2014 Elsevier Inc. All rights reserved.

1. Introduction

Uncontrolled traumatic hemorrhage continues to be a dominant cause of death, accounting for almost 50% of potentially survivable battlefield casualties [1,2]. There are currently no available prehospital treatments for noncompressible intra-abdominal hemorrhage other than rapid transport to surgical care. Based on the critical nature of this problem, reproducible, lethal, large animal models are required to investigate new therapeutic protocols, pharmaceutical, and device interventions for hemorrhage control.

On the battlefield, the majority of arterial injuries occur due to explosions and gunshot wounds [3], whereas in civilian trauma, injury mechanism is split between blunt and penetrating trauma [4]. In an epidemiologic study of vascular injury in the Wars in Iraq and Afghanistan, White et al. [3] reported that the majority of vascular injuries within the torso involved the iliac artery (31%). In a survey of the National Trauma Data Bank, Markov et al. [4] observed that approximately 10% of noncompressible abdominal injuries were associated with the iliac artery. In military, patients who died of noncompressible torso hemorrhage, major arterial injuries were the...
second-leading cause of mortality (26%; odds ratio with mortality 3.38) [5]. In a matched study of military and civilian noncompressible abdominal arterial injury, Markov et al. [4] demonstrated that the military population had a significantly lower mortality rate than civilian counterparts (11% versus 36%). In both civilian and military populations, noncompressible trauma represents a significant unmet need; novel therapeutic strategies must first be tested in preclinical animal models.

Several previous studies have used arterial injury models to investigate hemostatic agents for hemorrhage control. These studies have focused on variations of only two models: punch biopsy injuries in the open abdomen [6–8] and longitudinal dissection injuries in the closed abdomen [9–13]. These models vary in mortality and relevance to the prehospital setting.

We previously described a closed-abdomen, lethal, grade V hepatoportal injury model in noncoagulopathic swine [14]. Wires were placed strategically around hepatic vasculature and externalized percutaneously. Distraction of these wires resulted in severe uncontrolled hemorrhage and rapid mortality in a low-pressure, high-flow scenario. In this work, we hypothesized that a similar technique targeting arterial vasculature and simulating high-pressure, high-flow noncompressible injuries would result in severe uncontrolled hemorrhage and rapid mortality.

### 2. Materials and methods

#### 2.1. Animals

Yorkshire swine (Sus scrofa domestica) 39–50 kg were obtained (Tufts University School of Veterinary Medicine, North Grafton, MA) and maintained in a facility accredited by the Associated for the Assessment and Accreditation of Laboratory Animal Care International (AAALAC). The study was approved by the Institutional Animal Care and Use Committee of the Massachusetts General Hospital (IACUC) and the Animal Use and Review Office of the US Army Medical Research and Materiel Command (ACURO). Animal received care in accordance with the Guide of the Care and Use of Laboratory Animals (Health, 2011 #17).

#### 2.2. Instrumentation and monitoring

All swine (n = 14) were allowed to acclimate for 2 d and examined by a veterinarian to ensure good health. Food was withheld the night before surgery but access to drinking water was provided. On the day of surgery, animals were anesthetized with an intramuscular injection of 5 mg/kg Telazol (50 mg/mL of tiletamine hydrochloride and 50 mg/mL of zolazepam hydrochloride; Fort Dodge Animal Health, Overland Park, KS) mixed with 1.5 mg of atropine sulfate (Med-Pharmex Inc, Pomona, CA).

![Fig. 1 – External iliac artery injury. The external iliac artery was dissected from retroperitoneal tissue and instrumented with a cutting wire (A). After the study, the relevant vasculature was explanted for analysis (B). (Color version of figure is available online.)](image)

![Fig. 2 – MAP (A) and CO (B) as a function of time. Vital signs dropped rapidly after injury at time = 0 (black arrows).](image)
Animals were intubated and mechanical ventilation was started (Integra Anesthesia System, DRE Veterinary, Louisville, KY). Initial respiratory settings included a tidal volume of 10 mL/kg body weight, peak pressure of 20 cm H2O, and a respiratory rate of 10 breaths per minute to maintain a pH of 7.4 and paco2 of approximately 40 mm Hg, as reflected by arterial blood gas analysis. The fraction of inspired oxygen was 21%. General anesthesia was maintained using isoflurane (1.5%−2.5%) and room air.

The right carotid artery (5F catheter—invasive blood pressure monitoring, blood gas analysis—Boston Scientific, Natick, MA), right internal jugular vein (14G angiocatheter—fluid resuscitation—Becton-Dickinson, Sandy, UT), and right external jugular vein (9F catheter—Cordis, Miami Lakes, FL—Swan-Ganz catheter; Edwards Lifesciences, Irvine, CA) were cannulated using a cut down technique.

Cardiac output (CO), pulmonary artery pressure, and core body temperature were monitored continually from the Swan-Ganz catheter (Vigilance II Monitor; Edwards Lifesciences). Invasive hemodynamic monitoring was continually performed (Eagle 4000 Patient Monitor; GE Marquette, Piscataway, NJ). Vital signs (pulse oximetry [SpO2], heart rate, invasive arterial pressure, respiratory rate, and central venous pressure) were recorded every 5 min. End-tidal co2 (ETco2) was also measured during the perioperative period of 180 min after injury or upon death (defined by ETCO2 < 8, mean arterial pressure [MAP] < 15 mm Hg). At this end point, the abdomen was rapidly re-entered and ongoing hemorrhage was controlled by clamping the transected vessel. Liquid blood was aspirated from the abdomen and weighed. Blood clots were removed by hand and weighed. These values were summed to determine the total hemorrhage volume per kilogram body weight to normalize for interanimal weight variability. Hemorrhage rate was calculated by dividing hemorrhage volume by survival time. The external iliac artery and surrounding vasculature was explanted (Fig. 1B) and the injured vessel characterized.

### 3. Results

The external iliac artery was successfully transected in 14 animals by percutaneous distraction of a strategically placed cutting suture. The distance from the transected artery to the aortic bifurcation was 10 ± 5 mm in all but one case.

The injury resulted in a rapid, severe drop in MAP and CO (Fig. 2). Baseline MAP of animals was 64 ± 5.7 mm Hg, MAP decreased by approximately 30 mm Hg in the first minute after injury and was 20 ± 5.7 mm Hg at 5 min, the time of the

### 2.3. Experimental procedure

The abdomen was accessed by a midline laparotomy and small bowel was retracted to identify the abdominal aorta and vena cava. The peritoneum was incised along a 3 cm length of the right external iliac artery, resulting in this vessel being intraperitonealized. To create the injury, the artery was instrumented with a cutting suture (braided #0 silk; Ethicon, Somerville, NJ). The suture was wrapped around the vessel twice as shown in Figure 1A. Bowel was carefully replaced and the suture externalized percutaneously. Routine abdominal fascial closure was performed using #1 Nylon suture (Ethicon). Retraction of the cutting wire in a sawing motion resulted in complete transection of the external iliac artery.

Animals were resuscitated with two 500 mL boluses of Lactated Ringer Solution, administered at 5 min and again at 12 min after injury. Resuscitation was performed at a rate of 100 mL/min, up to a maximum total volume of 1 L, using a peristaltic pump (Masterflex L/S; Cole-Parmer Instrument Co, Court Vernon Hills, IL). This hypotensive resuscitation protocol was adapted from Tactical Combat Casualty Care (TCCC) guidelines.

End of experiment was defined as either an observation period of 180 min after injury or upon death (defined by ETco2 < 8, mean arterial pressure [MAP] < 15 mm Hg). At this end point, the abdomen was rapidly re-entered and ongoing hemorrhage was controlled by clamping the transected vessel. Liquid blood was aspirated from the abdomen and weighed. Blood clots were removed by hand and weighed. These values were summed to determine the total hemorrhage volume per kilogram body weight to normalize for interanimal weight variability. Hemorrhage rate was calculated by dividing hemorrhage volume by survival time. The external iliac artery and surrounding vasculature was explanted (Fig. 1B) and the injured vessel characterized.

### Table 1 — Summary of hemodynamic parameters.

<table>
<thead>
<tr>
<th>Parameter</th>
<th>Initial value (n = 14)</th>
<th>T = 5 min value (n = 11)</th>
<th>T = 12 min value (n = 8)</th>
<th>Final value (n = 14)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Lactate (mmol/L)</td>
<td>1.2 ± 0.54</td>
<td>2.1 ± 0.78</td>
<td>5.0 ± 2.0</td>
<td>8.0 ± 4.1</td>
</tr>
<tr>
<td>Hematocrit (%)</td>
<td>31 ± 2.4</td>
<td>32 ± 4.0</td>
<td>25 ± 2.6</td>
<td>25 ± 4.3</td>
</tr>
<tr>
<td>pH</td>
<td>7.428 ± 0.031</td>
<td>7.522 ± 0.048</td>
<td>7.491 ± 0.055</td>
<td>7.499 ± 0.062</td>
</tr>
<tr>
<td>Platelets (×10^9/μL)</td>
<td>321 ± 87</td>
<td>—</td>
<td>—</td>
<td>230 ± 68</td>
</tr>
</tbody>
</table>

Intermediate time points were collected for a subset of animals; platelets were measured only at the beginning and end of studies.
<table>
<thead>
<tr>
<th>Authors</th>
<th>Closed/open abdomen</th>
<th>Injury model</th>
<th>Vent percent O₂</th>
<th>Resuscitation protocol</th>
<th>Duration</th>
<th>Mortality</th>
<th>Blood loss</th>
</tr>
</thead>
<tbody>
<tr>
<td>Sondeen et al. [7]</td>
<td>Open</td>
<td>4.4 mm perforation of abdominal aorta</td>
<td>100%</td>
<td>100 mL/min IV lactated Ringer solution</td>
<td>60 min</td>
<td>88%</td>
<td>905 mL</td>
</tr>
<tr>
<td>Bickell et al. [10]</td>
<td>Closed</td>
<td>5 mm longitudinal infrarenal aortotomy</td>
<td>60%</td>
<td>None</td>
<td>120 min</td>
<td>0%</td>
<td>23 mL/kg</td>
</tr>
<tr>
<td>Bickell et al. [9]</td>
<td>Closed</td>
<td>5 mm longitudinal infrarenal aortotomy</td>
<td>60%</td>
<td>Saline/4 mL/kg (1 min)</td>
<td>120 min</td>
<td>37.5%</td>
<td>43 g/kg</td>
</tr>
<tr>
<td>Bruttig et al. [11]</td>
<td>Closed</td>
<td>5 mm longitudinal infrarenal aortotomy</td>
<td>100%</td>
<td>LRS 80 mL/kg (6 min)</td>
<td>100%</td>
<td>68 g/kg</td>
<td></td>
</tr>
<tr>
<td>Bickell et al. [10]</td>
<td>Closed</td>
<td>5 mm longitudinal infrarenal aortotomy</td>
<td>60%</td>
<td>Control</td>
<td>1.46%</td>
<td>25 g/kg</td>
<td></td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>4 mL/kg saline (1 min bolus)</td>
<td>120 min</td>
<td>2.22%</td>
<td>23 g/kg</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>4 mL/kg saline (12 min infusion)</td>
<td>120 min</td>
<td>3.50%</td>
<td>18 g/kg</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>Control</td>
<td>120 min</td>
<td>3.50%</td>
<td>15 g/kg</td>
</tr>
<tr>
<td>Kheirabadi et al. [6]</td>
<td>Open</td>
<td>4.4 mm perforation of infrarenal aorta</td>
<td>100%</td>
<td>Lactated Ringers, 3× pretreatment blood volume at 100 mL/min</td>
<td>96 h</td>
<td>100%</td>
<td>39.8 ± 8.5 mL/kg</td>
</tr>
<tr>
<td>Riddez et al. [12]</td>
<td>Closed</td>
<td>5 mm longitudinal infrarenal aortotomy</td>
<td>100%</td>
<td>Saline/dextran: 1, 2, or 4 mL/kg in 5 min</td>
<td>120 min</td>
<td>1 mL (50%)</td>
<td>1 mL: 25 g/kg</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>1 mL (20%)</td>
<td>1 mL: 25 g/kg</td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>2 mL (50%)</td>
<td>2 mL: 38 g/kg</td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>4 mL (50%)</td>
<td>4 mL: 41 g/kg</td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>Control</td>
<td>120 min</td>
<td>1 mL (50%)</td>
<td>33 cc/kg</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>1 mL (20%)</td>
<td>33 cc/kg</td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>2 mL (50%)</td>
<td>36 cc/kg</td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>4 mL (50%)</td>
<td>41 cc/kg</td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>Control</td>
<td>120 min</td>
<td>1 mL (50%)</td>
<td>55 cc/kg</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>1 mL (20%)</td>
<td>55 cc/kg</td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>2 mL (50%)</td>
<td>59 cc/kg</td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>4 mL (50%)</td>
<td>63 cc/kg</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Vournakis et al. [8]</td>
<td>Open</td>
<td>4 mm punch biopsy of abdominal aorta</td>
<td>100%</td>
<td>Fluids administered to SBP 90 mm Hg</td>
<td>120 min</td>
<td>60%</td>
<td>39 cc/kg</td>
</tr>
</tbody>
</table>

IV = intravenous; LRS = Lactated Ringer Solution; SBP = systolic blood pressure.
first resuscitation bolus. CO decreased steadily after a measurement delay of approximately 5 min attributed to data integration (Edwards continuous CO monitor).

The injury was lethal in 13 of 14 animals, and 11 of 14 animals died before the 60-min end point (Fig. 3). The median survival time was 32 min with a range from 3 to 139 min. One study was censored at 60 min as part of method development but is included in these analyses.

The mean normalized hemorrhage volume was 3.19 ± 4.36 g/kg/min. Blood lactate accumulated throughout the experiment to a final value of 8.0 ± 4.1 mmol/L (Table 1). Animals exhibited only moderate hemodilution as a result of the hypotensive resuscitation protocol. Baseline hematocrit was 31% ± 2.5% and was 25% ± 4.3% at the time of death.

4. Discussion

Per cutaneous transection of the external iliac artery resulted in rapid exsanguinating hemorrhage. We demonstrated a median survival time of 32 min and >85% mortality at 1 h. Injury resulted in significant hypotension and a decrease in CO. We attribute these results to the high-pressure, high-flow hemorrhage provided by the arterial transection.

In Yorkshire swine, the external iliac arteries branch from the distal aorta, which then terminate distally as the common femoral arteries at the inguinal ligament. The right external iliac artery was transected approximately 1 cm distal to the aortic bifurcation in swine. The cutting suture was wrapped around the iliac artery twice ("double-looping" to prevent slippage) before externalizing, resulting in a highly reproducible and consistent transected vessel length.

Several investigators have designed intra-abdominal hemorrhage models of arterial injury in the abdomen (Table 2). In one class of models [6,7], a punch biopsy injury was created in the abdominal aorta. In control groups without intervention, this model was lethal (60%–100% mortality at 2 h) [6–8]. The punch biopsy model incorporated high-volume crystalloid resuscitation and ventilation with 100% oxygen, a condition that is not necessarily representative of the prehospital setting. In addition, this model required an open abdomen and direct visualization of the target tissue for direct application of hemostatic interventions. Although these models provide a stringent mortality challenge, the closed-cavity nature of noncompressible hemorrhage is not captured.

In another class of models [9,10], a suture was placed longitudinally through the abdominal aorta and externalized through the skin, such that the cutting wire would result in uncontrolled abdominal hemorrhage. This injury mechanism was similar to that described in this manuscript and facilitated closed-abdomen hemorrhage studies. However, without fluid resuscitation, mortality at 120 min varied from 0% to 50%. Incorporation of fluid resuscitation increased mortality to 20%–100%, although methods and results were inconsistent across studies [9–13].

The iliac artery transection model described in this manuscript includes several advantages over existing models. First, the model is consistently lethal in the majority of animals, with a median survival time of 32 min. This feature enables definitive testing of hemostatic interventions, resuscitation protocols, or blood products intended for the treatment of noncompressible trauma primarily based on survival outcomes. Second, the injury is created in a closed cavity, simulating clinical injuries where the site of bleeding and position within the abdomen cannot be visualized or confirmed. Third, the animal model incorporates fluid resuscitation and ventilation protocols adapted from clinical guidelines. By administering two bolus infusions of limited volume, the model avoids dilutional coagulopathy associated with aggressive, high-rate/high-volume resuscitation. Ventilation with room air (roughly 21% oxygen) is more consistent with gas available for ventilation support on the battlefield or austere prehospital environment. Fourth, the instrumentation is simple and results extremely reproducible if the cutting suture is double-looped to prevent slippage. This prevents some transections from migrating distally on suture distraction, which may result in a less lethal injury. Fifth, the injury model does not require artificial manipulation of the coagulation cascade using pharmacologic methods. Finally, the injury modality—complete transection—is more representative of arterial injuries observed in combat, which are usually managed with vascular shunts [15].

There are two limitations to this study. First, the resuscitation protocol was adapted from TCCC guidelines, but we chose to use Lactated Ringer Solution instead of a colloid resuscitation fluid, although both remain a TCCC option. In addition, the rate of fluid resuscitation, 100 mL/min, is likely idealizing the fastest rate of administration that can be delivered in a prehospital setting. The rate of fluid administration in the prehospital environment is poorly characterized by the literature for this kind of injury, but we felt this idealized approach offered the best evidenced-based therapy for massive, profound hypotension. The minimum and maximum survival time varied substantially from 3 to 139 min. However, the majority of experimental animals died within 1 h, and we believe this model represents a significant yet sensitive challenge to hemostatic interventions.

In summary, we created a novel, lethal, closed-cavity arterial injury model that is simple and reproducible. This hemorrhage model can be useful for testing prehospital hemostatic interventions, resuscitation, and other interventions in a clinically relevant closed-abdominal cavity with hemostatic resuscitation.

Acknowledgment

This work was supported by DARPA and ARO contract W911NF-10-C-0089. The authors thank Kyle Sims, Dr Julius Chang, Drs Bijan Kheirabadi, Jill Sondeen, Mike Dubick, John Holcomb, Martin Schreiber, and Peter Rhee for consultation and feedback.

References


Self-expanding foam improves survival following a lethal, exsanguinating iliac artery injury

Adam Rago, MS, Michael J. Duggan, DVM, John Marini, John Beagle, George Velmahos, MD, PhD, Marc A. De Moya, MD, Upma Sharma, PhD, John Hwabejire, MD, and David Richard King, MD, Boston, Massachusetts

BACKGROUND: Noncompressible abdominal bleeding is a significant cause of preventable death on the battlefield and in the civilian setting, with no effective therapies available at point of injury. We previously reported that a self-expanding polyurethane foam significantly improved survival in a lethal hepatoportal injury model of massive venous hemorrhage. In this study, we hypothesized that foam treatment could improve survival in a lethal iliac artery injury model in noncoagulopathic swine.

METHODS: In swine with a closed abdomen, an iliac artery transection was created, resulting in massive noncompressible exsanguination. After injury, animals were treated with damage-control fluid resuscitation alone (n = 14) or foam treatment in addition to fluids. Two doses of foam treatment were studied: 100 mL (n = 12) and 120 mL (n = 13); all animals were monitored for 3 hours or until death.

RESULTS: Foam treatment at both doses resulted in a significant survival benefit and reduction in hemorrhage rate relative to the control group. Median survival time was 135 minutes and 175 minutes for the 120-mL and 100-mL doses, compared with 32 minutes in the control group (p < 0.001 for both groups). Foam resulted in an immediate, persistent improvement in mean arterial pressure and a transient increase in intra-abdominal pressure. The median hemorrhage rate was 0.27 g/kg per minute in the 120-mL group and 0.23 g/kg per minute in the 100-mL group, compared with 1.4 g/kg per minute in the control group (p = 0.003 and 0.006, respectively, as compared with the control).

CONCLUSION: Self-expanding foam treatment significantly improves survival in an otherwise lethal, noncompressible, massive, arterial injury. This treatment may provide a prehospital intervention for control of noncompressible abdominal hemorrhage. (J Trauma Acute Care Surg. 2014;77: 73–77. Copyright © 2014 by Lippincott Williams & Wilkins)

KEY WORDS: Foam; bleeding; trauma; iliac; battlefield.

MATERIALS AND METHODS

The poly(urea)urethane foam formulation was made as previously described. A lethal, closed-abdomen iliac artery transection injury model13 was tested in Sus scrofa domestica (45 ± 2.7 kg). All work was conducted with Institutional Animal Care and Use Committee approval.

Briefly, animals were intensively instrumented for hemodynamic and intra-abdominal pressure (IAP) monitoring. The retroperitoneum was dissected to expose and isolate the right external iliac artery. A cutting wire was double-looped

Grade V hepatoportal injury model of massive venous bleeding.9 Results suggested that foam treatment promoted survival, while the control group (fluid resuscitation alone) exsanguinated rapidly. This model tested a low-pressure, high-flow venous bleeding scenario.9,10 A limitation of this model, however, was high-volume crystalloid resuscitation and ventilation with 100% oxygen,11 features inconsistent with current Tactical Combat Casualty Care (TCCC) guidelines.12 This initial work specifically tested the durability of hemostasis under conditions known to promote bleeding. The purpose of the current study was to demonstrate efficacy of foam treatment in a model of massive, noncompressible arterial hemorrhage (high-pressure, high-flow arterial bleeding) while incorporating TCCC guidelines. We hypothesized that foam treatment would improve survival in this TCCC resuscitation-compliant model of arterial abdominal exsanguination.
around the vessel and was exteriorized, and the abdomen was closed. A closed-cavity iliac artery transection was created by percutaneous distraction of the wire. Fluid resuscitation was limited to two 500-mL boluses of lactated Ringer’s solution at 5 minutes and 12 minutes after injury.

One minute after injury, experimental animals received foam at two different initial volumes or “treatment doses” as follows: 100 mL or 120 mL. Control animals received fluid resuscitation alone. Vital signs and intra-abdominal pressure (IAP, via bladder pressure) were recorded continually. Animals were observed for 180 minutes after injury or until death (defined by ETCO2 < 8 or mean arterial pressure [MAP] < 15 mm Hg), whichever came first. Surviving animals were euthanized at 180 minutes. “Final” measurements of vital signs, blood gas, and blood counts were collected at 180 minutes or the time of death. One control animal was censored at 60 minutes during model development and was included in the analysis. Following death, the foam was rapidly removed as a single block. Ongoing hemorrhage was controlled with vascular clamps. Liquid blood and clots were removed and massed to determine the total hemorrhage volume per kilogram body weight to normalize for weight variability between animals. Overall hemorrhage rate was calculated by dividing hemorrhage volume by survival time. The external iliac artery and surrounding vasculature were explanted, and the iliac injury was characterized for consistency.

Continuous variables were summarized using mean ± SD and compared between the treatment and control groups using two-sample t tests or summarized using median with interquartile ranges and compared using Wilcoxon rank-sum tests. Category variables were summarized using percentage and compared using Fisher’s exact tests. Survival time was censored at 3 hours and summarized using median and interquartile ranges. Kaplan-Meier curves were used to depict survival over time, and log-rank tests were used to compare between groups. Two-sided p < 0.05 was considered statistically significant. All analyses were performed using SAS version 9.3 (The SAS Institute, Inc., Cary NC).

### RESULTS

A self-expanding polyurethane foam was injected into the abdomen in the presence of a severe iliac artery injury. Foam expanded approximately 37-fold from the original volume of 100 mL or 120 mL. Foam treatment resulted in a significant survival advantage at both doses (Fig. 1). Survival at 1 hour was 85% at 120 mL and 83% at 100 mL, compared with 21% in the control group (p = 0.005 and 0.005, respectively). The median survival time was 135, 175, and 32 minutes for the 120-mL, 100-mL, and control groups, respectively (Table 1). Survival decreased as a function of time, with no differences between the 100-mL and 120-mL dose groups. At 3 hours, we observed 39% survival in the 120-mL group and 50% survival in the 100-mL dose group compared with 0% in the control group (p = 0.039 and 0.005, respectively).

At both doses, foam administration resulted in a decrease in hemorrhage rate relative to the control group. The median hemorrhage volume was 0.27 g/kg per minute in the 120-mL group and 0.23 g/kg per minute in the 100-mL group, compared with 1.4 g/kg per minute in the control group (p = 0.003 and 0.006, respectively, for the 120-mL and 100-mL groups compared with the controls).

The iliac artery transection resulted in a rapid drop in MAP (Fig. 2A), with a mean ± SD of 35 ± 12 mm Hg at 1 minute after injury, leaving animals in pulseless electrical activity. A simultaneous decrease in cardiac output was observed, reflecting massive, exsanguinating hemorrhage (Fig. 2B). Foam treatment resulted in an immediate increase in MAP and IAP (Fig. 2A, C, and D). MAP was maintained between 40 mm Hg and 60 mm Hg for the duration of the experiment in surviving animals, while control animals were not responsive to resuscitation alone and died. The increase in IAP was dose dependent, with a maximum

---

**TABLE 1.** Primary and Secondary Outcomes

<table>
<thead>
<tr>
<th></th>
<th>Control (n = 14)</th>
<th>100 mL (n = 12)</th>
<th>p</th>
<th>120 mL (n = 13)</th>
<th>p</th>
</tr>
</thead>
<tbody>
<tr>
<td>Survival at 1 h</td>
<td>3/14</td>
<td>10/12</td>
<td>0.005</td>
<td>11/13</td>
<td>0.002</td>
</tr>
<tr>
<td>Survival at 3 h</td>
<td>0/13</td>
<td>6/12</td>
<td>0.005</td>
<td>5/13</td>
<td>0.04</td>
</tr>
<tr>
<td>Survival time, min</td>
<td>32 (23–51)</td>
<td>175 (70–180)</td>
<td>&lt;0.001</td>
<td>135 (77–180)</td>
<td>&lt;0.001</td>
</tr>
<tr>
<td>Hemorrhage rate, g/kg/min</td>
<td>1.4 (0.93–2.4)</td>
<td>0.23 (0.10–0.65)</td>
<td>0.006</td>
<td>0.27 (0.15–0.53)</td>
<td>0.003</td>
</tr>
<tr>
<td>Final MAP, mm Hg</td>
<td>14 (13–15)</td>
<td>21 (14–54)</td>
<td>0.04</td>
<td>17 (14–50)</td>
<td>0.06</td>
</tr>
<tr>
<td>Final CO, L/min</td>
<td>1.3 (1.1–4.1)</td>
<td>1.2 (1.1–4.5)</td>
<td>0.96</td>
<td>3.5 (1.2–5.4)</td>
<td>0.30</td>
</tr>
<tr>
<td>Final lactate, mmol/L</td>
<td>8.0 ± 4.1</td>
<td>6.7 ± 5.0</td>
<td>0.48</td>
<td>9.0 ± 4.7</td>
<td>0.59</td>
</tr>
<tr>
<td>Final hematocrit, %</td>
<td>25 ± 4.4</td>
<td>30 ± 3.1</td>
<td>0.004</td>
<td>30 ± 4.5</td>
<td>0.007</td>
</tr>
<tr>
<td>Final platelets, ×10⁶/μL</td>
<td>230 ± 68</td>
<td>271 ± 40</td>
<td>0.08</td>
<td>283 ± 68</td>
<td>0.06</td>
</tr>
</tbody>
</table>

Median values are reported with interquartile ranges for survival time, hemorrhage rate, and vital signs. Mean values ± SD are presented for lactate, hematocrit, and platelets. p values are reported relative to the control group.
The increase in IAP after deployment was transient, but IAP remained tonically elevated throughout the experiment. Cardiac output stabilized within 30 minutes and, in some cases, recovered to near-baseline measurements (Fig. 2B). Hematocrit at 180 minutes or death was significantly higher in the foam groups (Table 1).

Foam was removed from the abdomen as a single block, in less than two minutes. The foam material did not adhere to tissues, although in certain cases, abdominal organs were encapsulated by the material and freed manually. In addition, gross pathology of all abdominal organs after foam deployment was unremarkable except for the observation of focal, ecchymotic lesions on small and large bowel, which would require repair or resection for long-term survival.

During necropsy, all iliac vessels and aortic attachments were explanted and characterized for injury consistency. We observed that the majority of iliac vessels were transected approximately 10 mm from the aortic bifurcation (Fig. 3). However, in some cases, we observed a short vessel stub or avulsion injury directly from the side of the aorta (Fig. 3B) or a longer vessel stub (Fig. 3C). A subset analysis was conducted to exclude animals in which the transection was not within 10 mm in length and where the MAP was greater than 40 mm Hg at 1 minute. Applying these criteria to select for a more homogeneous anatomic and physiologic injury, 8, 6, and 12 samples were analyzed in the 120-mL, 100-mL, and control groups, respectively. In this more homogenous population, foam administration resulted in a significant survival benefit at 1 hour (88% and 67% vs. 8% for the 120-mL and 100-mL dose groups vs. control; \( p < 0.001 \) and \( p = 0.022 \), respectively, Fig. 4). Median survival time was significantly improved in both groups relative to the control (130 minutes and 126 minutes vs. 30 minutes.

Figure 2. MAP (A), cardiac output (B), and intra-abdominal pressure (C) following foam deployment in an arterial injury model. Intraabdominal pressure during the first 30 minutes is shown in D. All curves represent mean values from surviving animals as a function of time. MAP and CO decreased following injury, resulting in exsanguination within the control group. Foam administration resulted in a transient increase in IAP and recovery of vital signs.

Figure 3. Representative images of injury anatomy after explant. A, Target transaction length, 10 mm distal to the aorta. Potentially excluded anatomies include a transection length less than 5 mm (B) or longer than 15 mm (C). Arrows indicate the beginning and end of the transected external iliac. Note that the swine aortic anatomy differs from the human anatomy.
Rago et al.

**TABLE 2.** Primary and Secondary Outcomes in a Retrospective Subgroup Analysis for the 120-mL and 100-mL dose group vs. control; Figure 4.

<table>
<thead>
<tr>
<th></th>
<th>Control (n = 12)</th>
<th>100 mL (n = 6)</th>
<th>p</th>
<th>120 mL (n = 8)</th>
<th>p</th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>Survival at 1h</strong></td>
<td>1/12</td>
<td>4/6</td>
<td>0.022</td>
<td>7/8</td>
<td>&lt;0.001</td>
</tr>
<tr>
<td><strong>Survival at 3 h</strong></td>
<td>0/11</td>
<td>3/6</td>
<td>0.029</td>
<td>3/8</td>
<td>0.058</td>
</tr>
<tr>
<td><strong>Survival time, min</strong></td>
<td>30 (17–38)</td>
<td>126 (34–180)</td>
<td>0.019</td>
<td>130 (81–180)</td>
<td>&lt;0.001</td>
</tr>
<tr>
<td><strong>Hemorrhage rate, g/kg/min</strong></td>
<td>1.6 (1.2–3.7)</td>
<td>0.42 (0.15–1.5)</td>
<td>0.07</td>
<td>0.39 (0.18–0.56)</td>
<td>0.003</td>
</tr>
<tr>
<td><strong>Final MAP, mm Hg</strong></td>
<td>14 (12–15)</td>
<td>21 (14–50)</td>
<td>0.07</td>
<td>15 (14–37)</td>
<td>0.11</td>
</tr>
<tr>
<td><strong>Final CO, L/min</strong></td>
<td>1.4 (1.1–4.7)</td>
<td>1.2 (1.1–4.0)</td>
<td>0.85</td>
<td>1.4 (1.1–3.6)</td>
<td>1.0</td>
</tr>
<tr>
<td><strong>Final lactate, mmol/L</strong></td>
<td>8.1 ± 4.4</td>
<td>7.4 ± 4.5</td>
<td>0.78</td>
<td>11 ± 4.4</td>
<td>0.25</td>
</tr>
<tr>
<td><strong>Final hematocrit, %</strong></td>
<td>25 ± 4.5</td>
<td>30 ± 3.6</td>
<td>0.04</td>
<td>32 ± 3.8</td>
<td>0.001</td>
</tr>
<tr>
<td><strong>Final platelets, ×10^6/μL</strong></td>
<td>234 ± 74</td>
<td>247 ± 36</td>
<td>0.64</td>
<td>281 ± 74</td>
<td>0.19</td>
</tr>
</tbody>
</table>

Median values are reported with interquartile ranges for survival time, hemorrhage rate, and vital signs. Mean values ± SD are presented for lactate, hematocrit, and platelets. p values are reported relative to the control group.

**FIGURE 4.** Kaplan-Meier survival curve. Foam administration resulted in a significant survival benefit at the 100-mL and 120-mL dose relative to the control group when analyzed according to transected vessel length and MAP at 1 minute.

for the 120-mL and 100-mL dose group vs. control; p < 0.001 and p = 0.019, respectively. Additional secondary end points are reported in Table 2.

**DISCUSSION**

This investigation demonstrated that a self-expanding polyurethane foam improves survival in a model of massive, exsanguinating, intra-abdominal, arterial hemorrhage. These results augment our previous work, where efficacy was established in a low-pressure, high-flow model of massive hepatoportal venous hemorrhage. To test similar foam treatments in a different injury model, we selected doses for this study (100 mL and 120 mL) based on effective doses in the hepatoporal injury model. The combination of these findings supports the preclinical efficacy of foam treatment in multiple, lethal, bleeding scenarios.

Despite differences in animal models, the normalized hemorrhage rate was similar in this study to our previous model. At the 100-mL dose, the median hemorrhage rate was 0.23 g/kg per minute in the iliac artery model and 0.37 g/kg per minute in the liver injury model. These results support our hypothesis that foam administration slows bleeding to a sublethal rate, promoting survival relative to the control group.

We noted variation in the MAP at 1 minute and variable survival time in control animals. In an attempt to analyze animals with similar injury patterns, we conducted a subset analysis to exclude animals with nonuniform injuries based on an anatomic criteria (transected vessel length) and a physiologic criteria (MAP). This was done to eliminate animals with a survival (or death) bias caused by anatomic injury variation or animals with physiology suggesting an unusual prosurvival phenotype. The number of acceptable samples in the foam groups decreased by approximately 40%, while the sample size decreased by 14% in the control group (Table 2). Nevertheless, both foam doses resulted in a significant survival benefit relative to the control group and a significant reduction in hemorrhage rate. We conclude that the findings are similar in the full data set and in the subgroup analysis. A trend toward dose dependence was observed but was not significant between the 100-mL and 120-mL dose groups. Median survival time decreased in all groups when evaluating the subgroup, suggesting that the injury model may represent a more significant challenge under these subgroup conditions. Finally, no differences were observed across groups in lactate, hematocrit, or platelets, which is also consistent with the findings when analyzing the full data set.

There is no universally accepted animal model for the testing of prehospital interventions. Therefore, it is important to test hemostatic devices over a broad range of bleeding scenarios, especially high-pressure, high-flow arterial hemorrhage where death is swift and certain without intervention. Multiple testing scenarios further reduce the risk of false-positive findings based on assumptions inherent to animal models. For example, the Hemcon chitosan dressing for external injuries was found to be effective against venous bleeding but results were inconclusive in mixed (arterial and venous) and arterial bleeding.

Likewise, QuikClot Zeolite granules were effective in venous and mixed bleeding but were not as effective in high-pressure, high-flow arterial bleeding scenarios. We believe that this investigation fills an important gap in understanding the risks, benefits, limitations, and performance characteristics of this new hemostatic intervention.

Acute safety of the foam treatment was evaluated in this study, and as previously stated, we observed focal bowel damage associated with local pressure generated by the confirmation of foam to tissues. To evaluate the long-term safety
of the intervention and the repair of these complications, we conducted a dose-ranging safety study in a swine model. The material was removed after 3 hours, and the animals were monitored during a 28-day period. All animals survived without clinical complications, and abdominal adhesions were similar to the study control group. Ongoing studies are assessing longer-term safety of foam treatment.

There are several limitations to this study. First, foam deployment in this model took place 1 minute after injury. This intervention time is faster than what would be expected in field use, especially when factoring in diagnosis and device preparation time. However, given the rapid rate of exsanguination within the control group, this rapid intervention time was required to prevent significant mortality before treatment. The intervention time is consistent with previous arterial injury models used to test hemostatic agents. In addition, it may be reasonable to believe that if foam treatment is efficacious in this severe injury model with early intervention, it would also be efficacious in lesser injury with a treatment delay. Second, the goal of the study was to enroll 12 animals in each group. In this case, animal numbers varied between all groups because of logistic challenges, such as running a control experiment on a day a foam experiment was scheduled if foam was unavailable. All data, however, are presented for completeness instead of limiting groups to the predetermined 12 per arm. Third, blood loss is reported as hemorrhage rate (hemorrhage volume normalized for survival time), despite the fact that the true rate of bleeding likely changed with intervention and with time. This was done to account for the distinction between animals with rapid, unmitigated blood loss and slow blood loss largely treated by the foam. Fourth, animals were not randomized to experimental groups for planning and technical reasons. Finally, the device used to inject foam in this study was a prototype delivery system. A fieldable, ruggedized delivery system is being designed, but the fundamental, functional properties are expected to be consistent with the prototype tested in this study.

In summary, we demonstrated that a self-expanding foam improved survival in a high-pressure, high-flow lethal, arterial injury model on noncompressible, intra-abdominal exsanguination. When combined with our previous work in massive hepatoporal venous hemorrhage, these results indicate that foam treatment can improve survival in a range of noncompressible abdominal injuries. While further translational research is required, one can imagine this intervention providing a prehospital “hemostatic bridge” for severely bleeding casualties, who would otherwise bleed to death in the field, such that they can arrive alive to a surgical treatment facility.

AUTHORSHIP

ACKNOWLEDGMENT
We thank Drs. John Holcomb, Martin Schreiber, Bijan Kheirabadi, Jill Sondesen, Mike Dubick, and Julius Chang for their input into the guidance of this project.

DISCLOSURE
This study was supported by DARPA and ARO contracts W911NF-10-C-0089 and W911NF-12-C-0066.

REFERENCES
Self-expanding foam for prehospital treatment of intra-abdominal hemorrhage: 28-day survival and safety

Adam P. Rago, MS, Michael J. Duggan, DVM, John Beagle, Miroslav P. Peev, MD, John Marini, John O. Hwabejire, MD, Patricia Hannett, Greg Zugates, PhD, Rany Busold, Marc Helmick, George Velmahos, MD, PhD, Marc A. Demoya, MD, Daniel Dante Yeh, MD, Peter J. Fagenholz, MD, Upma Sharma, PhD, and David R. King, MD, Boston, Massachusetts

BACKGROUND: Intracavitary noncompressible hemorrhage remains a significant cause of preventable death on the battlefield and in the homeland. We previously demonstrated the hemostatic efficacy of an in situ self-expanding poly(urea)urethane foam in a severe, closed-cavity, hepatoporal exsanguination model in swine. We hypothesized that treatment with, and subsequent explantation of, foam would not adversely impact 28-day survival in swine.

METHODS: Following a closed-cavity splenic transection, animals received either fluid resuscitation alone (control group, n = 6) or resuscitation plus foam treatment at doses of 100 mL (n = 6), 120 mL (n = 6), and 150 mL (n = 2). Foam was allowed to polymerize in situ and was explanted after 3 hours. The animals were recovered and monitored for 28 days.

RESULTS: All 18 animals in the 100-mL, 120-mL, and control groups survived to the 28-day endpoint without complications. The 150-mL group was terminated after the acute phase (n = 2). En bloc explantation of the foam took less than 2 minutes and was associated with millimeter-sized remnant particles. All foam animals required some level of enteric repair (imbrication or resection). Excluding the aborted 150-mL group, all animals survived, with no differences in renal or hepatic function, serum chemistries, or semiquantitative abdominal adhesion scores. Histologic analysis demonstrated that remnant particles were associated with a fibrotic capsule and mild inflammation, similar to that of standard suture reaction. In addition, safety testing (including genotoxicity, pyrogenicity, and cytotoxicity) was performed consistent with the ISO-10993 standard, and the materials passed all tests.

CONCLUSION: For a distinct dose range, 28-day recovery after foam treatment and explantation for noncompressible, intra-abdominal hemorrhage is not associated with significant physiologic or biochemical evidence of end-organ dysfunction. A foam volume exceeding the maximum tolerable dose was identified. Bowel repair is required to ensure survival. (J Trauma Acute Care Surg. 2014;77:S127–S133. Copyright © 2014 by Lippincott Williams & Wilkins)

KEY WORDS: Noncompressible; abdominal hemorrhage; survival; safety; swine.
properties of the foam polymer represented a key advance beyond previous development efforts. A subsequent dose-finding study by our group defined the range of effective doses for the foam, showing that efficacy improved with increased dose.

Despite a demonstration of efficacy, acute testing identified several potential safety risks associated with foam use. Specifically, we observed that use of the foam, while lifesaving, resulted in transient intra-abdominal hypertension, raising the potential concern of end-organ injury from abdominal compartment syndrome. Second, we observed focal ecchymotic lesions in the small and large intestines, associated with regions closely apposed to the polymer. Third, we noted that the abdominal cavity temperature increased marginally following foam deployment because of the exothermic nature of the polymerization reaction. Finally, the long-term impact of exposure to remnants of an in situ curing poly(urea)urethane required investigation. Modulation of initial dose may mitigate each of these complications, but we expect all efficacious doses to be associated with some safety risk. To test these potential safety risks, we conducted a dose-finding study in a splenic injury model. We hypothesized that treatment with, and subsequent explantation of, foam would not adversely impact 28-day survival.

**MATERIALS AND METHODS**

The foam formulation was made as previously described. In addition, each phase was sterile filtered at 0.2 µm and packaged aseptically before use. A nonlethal, noncoagulopathic, closed-cavity, noncompressible splenic injury model, adapted from our laboratory’s previous work by Velmahos et al., was tested in Sus scrofa domestica (mean [SD], 46 [2.9] kg). All work was conducted with Institutional Animal Care and Use Committee approval.

Briefly, animals were intensively instrumented for hemodynamic and intra-abdominal pressure (IAP) monitoring. An electronic thermocouple was sutured to the internal surface of the peritoneum to monitor intra-abdominal temperature at the interface between foam and tissue. A closed-cavity splenic injury was created by percutaneous wire distraction, resulting in full transection of the distal 10 cm of the spleen. Fluid resuscitation was initiated with Lactated Ringer’s solution (LRS) when mean arterial pressure decreased lower than 60 mm Hg. Ten minutes after injury, the animals received hemostatic foam at different initial doses of 100, 120, and 150 mL or fluid resuscitation alone. These dose volumes were administered to each of the two treatment groups using two-sample t tests. Two-sided p values of less than 0.05 were considered as statistically significant. All analyses were done using SAS (SAS Institute, Cary, NC) version 9.3. Statistical analysis was not performed on the 150-mL dose group.

In a separate study, preformed foam samples were characterized according ISO Standard-10993: Biological Evaluation of Medical Devices. Foam samples were generated by combining the polyol and isocyanate phases and mixing with an impeller mixer. The materials were allowed to react in vitro and cure into solid foam. Foam samples were subsequently cut to the necessary size for standard tests, packaged, and sterilized via ethylene oxide. All studies according to ISO-10993 were conducted at North American Science Associates, Inc. (Northwood, Ohio). Foam samples were characterized in a comprehensive package evaluating cytotoxicity, intracutaneous irritation, sensitization, acute systemic toxicity, pyrogenicity, genotoxicity, and local reaction following intramuscular implantation in mice, guinea pigs, and rabbits, as appropriate.

**RESULTS**

Six animals were included in each of the 100-mL, 120-mL, and control groups; two animals were tested in the 150-mL group before additional testing in that group was aborted. Excluding the 150-mL group, all animals survived the 180-minute acute phase of the study (Table 1). In all groups, the volume of blood loss from the injury was less than 100 mL. One animal in the 150-mL group died shortly after polymer deployment when cardiac output decreased suddenly with foam deployment, resulting in low-flow state and death (Fig. 1). The other animal in the 150-mL group was euthanized at 180 minutes when multifocal colon
necrosis was noted. In this case, total abdominal colectomy would be required for survival, which was prohibited by our Institutional Animal Care and Use Committee approval.

The foam conformed around abdominal tissues, resulting in relief features of the small bowel, the large bowel, the liver, and the spleen. As seen previously, a small volume of blood was absorbed to the outer surface of the foam but did not penetrate internally, consistent with its hydrophobic properties. The maximum IAP was dose dependent, with larger doses of foam leading to higher IAP. The maximum IAP was 23 (9.3), 53 (19)*, and 99 mm Hg for the 100-mL, 120-mL, and 150-mL dose groups, respectively (*p < 0.01 relative to control for all groups), which decreased to near-baseline levels within approximately 10 minutes (Table 1). We observed a similar dose-dependent increase in peak airway pressure, which decreased within the same time frame (data not shown). Temperature changes were transient, but the maximum temperature was 41°C (1.1°C) in the 100-mL group and 41°C (6.3°C) in the 120-mL group (p = 0.91 between groups). Lactate was similar between groups (p = 0.90).

Foam explantation took less than 2 minutes in all animals. After explantation, no gross thermal injuries were noted. In all foam groups, we observed several focal ecchymotic lesions in the small bowel and/or the large bowel (Fig. 2). Histology was consistent with local edema and mild pressure necrosis. Lesions were quantified and repaired by imbrication or resection. The number of lesions and the number of repairs were dose dependent (Fig. 3).

All animals in the 100-mL, 120-mL, and control groups survived 28 days. No complications were observed. Neurologic status was normal by modified swine veterinary coma score. Elevated leukocyte counts were not observed. In all groups, blood laboratory assays did not demonstrate any end-organ failure and were similar in the foam groups relative to the control group (Fig. 4). Weight gain was not different between the 100-mL and control groups (12 [3.2] kg vs. 13 [3.6] kg, respectively); the 120-mL group did not gain as much weight (6.6 [4.9] kg, *p < 0.05 vs. controls). Liver enzymes were mildly elevated initially but were no different from that of controls (Fig. 4).

All animals were euthanized according to schedule. At necropsy, the extent of adhesions was graded using a semi-quantitative scale and was found to be no different between groups (1.0 [0], 1.3 [0.44], and 1.3 [0.50] for control, 100-mL, and 120-mL groups, respectively), as was the severity of the adhesions (1.2 [0.32], 1.2 [0.45], and 1.2 [0.22] for control, 100-mL, and 120-mL groups, respectively). Adhesions were largely limited to the midline laparotomy closure. Remnant foam particles were observed but were not specifically associated with adhesiogenesis.

Histologic sampling of the abdominal organs did not reveal any evidence of adverse toxicology, pathology, or embolization of remnants. The liver, the spleen, the bladder, the small bowel, the spiral colon, and the peritoneum of all groups were similar to those of the control group (data not shown). Of note, no tissues had any evidence of thermal-related coagulative necrosis or sequelae of healed necrosis. Foam particles were found on serosal surfaces and were encapsulated by a fibrocellular reaction, and edema was not associated with granulomatous tissue. The inflammatory response to foam particles was similar to that of biodegradable suture (Fig. 5).

---

**TABLE 1.** Summary of Acute-Phase Endpoints

<table>
<thead>
<tr>
<th></th>
<th>Control</th>
<th>100 mL</th>
<th>120 mL</th>
<th>150 mL</th>
</tr>
</thead>
<tbody>
<tr>
<td>Survival</td>
<td>6/6</td>
<td>6/6</td>
<td>6/6</td>
<td>1/2</td>
</tr>
<tr>
<td>Hemorrhage</td>
<td>&lt;100 mL</td>
<td>&lt;100 mL</td>
<td>&lt;100 mL</td>
<td>&lt;100 mL</td>
</tr>
<tr>
<td>volume, mL</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Lactate (180 min), mmol/L</td>
<td>1.5 (0.15)</td>
<td>1.6 (0.17)</td>
<td>1.5 (0.26)</td>
<td>N/A</td>
</tr>
<tr>
<td>Maximum IAP, mm Hg</td>
<td>4.8 (1.8)</td>
<td>23 (9.3)*</td>
<td>53 (19)*</td>
<td>99</td>
</tr>
<tr>
<td>Maximum temperature, °C</td>
<td>39 (0.66)</td>
<td>41 (1.1)*</td>
<td>41 (6.3)</td>
<td>40.2</td>
</tr>
</tbody>
</table>

*Statistical significance relative to the control group. N/A, not applicable.

---

Figure 1. Cardiac output as a function of time. A, All data. B, Inset, 20 minutes. Polymer was deployed at 10 minutes. Cardiac output is delayed by approximately 5 minutes because of data integration. Curves represent the mean of all samples in a group; error bars were omitted for clarity.

© 2014 Lippincott Williams & Wilkins

S129
In a separate series of tests, foam biocompatibility was evaluated according to ISO-10993 standards for the evaluation of medical device biocompatibility. The foam samples satisfied the requirements for all ISO-10993 assays. The material was not found to be cytotoxic, sensitizing, irritating, acutely toxic, pyrogenic, and genotoxic. The foam did not have an unacceptable local inflammatory response following intramuscular implantation for 30 days.

**DISCUSSION**

This investigation demonstrates that 28-day survival and complete recovery are possible after intraperitoneal treatment with this hemostatic foam. Of particular importance is the absence of abdominal compartment syndrome or end-organ dysfunction with 100-mL and 120-mL doses. Although transient intra-abdominal hypertension is demonstrated, the magnitude and duration of intra-abdominal hypertension with the 100-mL and 120-mL doses did not cause abdominal compartment syndrome for the 3-hour foam residence duration tested. This finding is significant since 3 hours is much longer than the current mean evacuation time on the battlefield and in civilian trauma, allowing a safe, extended window of opportunity for evacuation to surgical care.

Focal necrosis of the bowel was observed in all groups and was associated with tissue directly compressed by the polymer. Bowel necrosis was not observed in areas not in direct contact with the foam material, suggesting that focal necrosis is a local event from direct pressure and contact and not from global, transient increased IAP. This finding suggests that bowel necrosis, in this case, is unlikely a result of compartment syndrome. Histologic findings were consistent with mild, localized pressure necrosis, and damaged surface area increased in a dose-dependent fashion. Notably, histology demonstrated that the damaged areas were not associated with thermal or chemical necrosis. The animals in the 120-mL group did not

**Figure 2.** Small bowel damage resulting from foam deployment. Gross pathology (A) and histopathology (B).

**Figure 3.** Summary of bowel damage and repair. Compromised surface area was quantified in the small bowel (left box plot) and the large bowel (right box plot) as a function of dose. The number of lesions and the number of repairs are summarized by dose in the table below. N/A, not applicable.
gain as much weight as those in the 100-mL group or the control group. Although weight gain is a multifactorial endpoint, we attributed this finding primarily to the ileus, related to more bowel repairs and resections in the 120-mL group. These lesions, if not repaired, would likely progress to full-thickness necrosis and perforation. Furthermore, on the basis of the expected trauma burden in military populations, bowel injury is common, and many casualties will require bowel

Figure 4. Serum enzyme levels and total bilirubin (TBIL) collected during the 28-day study period. All ALT (A), ALKP (B), GGT (C), and TBIL (D) values were found within reference ranges for swine. Curves represent the mean of all samples in a group; error bars were omitted for clarity. ALT, alanine transaminase; ALKP, alkaline phosphatase; GGT, gamma-glutamyl transferase.

Figure 5. Histology of degradable suture (left) compared with foam remnant particles (right). Remnants on the bladder (A and B) and the small bowel (C and D) were encapsulated by a thin fibrocellular capsule, and inflammatory response was similar to degradable suture.
surgery associated with their initial traumatic insult. In a survey of 3,442 Operation Iraqi Freedom patients, Vertrees et al. noted that 34% of patients underwent primary bowel repair and 19% underwent resection and reanastomosis following injury. If the requirement for additional bowel surgery associated with foam use in swine translates to humans, then the risk-benefit analysis likely favors hemostasis and survival with required bowel repair over a prehospital death from exsanguination since a significant portion of these casualties will require bowel surgery anyway.

The 150-mL dose group was terminated early. This dose likely represents the upper limit (or past the limit) of the therapeutic window for this foam, and this result is consistent with our previous pilot work. We believe that the first, early death from the 150-mL dose may represent acute abdominal compartment syndrome. The second animal in the 150-mL group was euthanized after multifocal colon necrosis was noted upon foam explantation. There were multiple focal lesions in the colon, such that repair or segmental resection was not possible. Consequently, survival would have required colectomy, which we were not approved to perform. This may also be a representation of a combination of abdominal compartment syndrome and local pressure necrosis. Additional dose translation studies are required to ensure that these complications are not observed in humans. Besides the events described for the 150-mL group, we did not observe any clinical consequences of the in situ foam formation process. Additional studies are required to evaluate the biocompatibility of this in situ reaction.

Exothermic reactions of hemostatic agents, such as early-generation granular zeolite, have resulted in patient injury. In this study, the reaction between liquid polyol and isocyanate resulted in a temperature increase of approximately 4°C at the peritoneal surface (baseline temperature was similar between all groups). This moderate increase was transient and returned to baseline levels within 30 minutes to 60 minutes. We did not observe any thermal damage acutely or chronically at 28 days. The duration and temperature exposure associated with foam deployment are not consistent with known exposure patterns resulting in cutaneous burns.

Foam remnants were not adhesiogenic. Adhesions were localized to the midline incision, were generally mild in severity, and were no different from those in the controls. Retained foam particles were observed on the serosal surfaces and estimated at less than 100 mg in total mass. Mild-to-moderate inflammation around remnants was observed and characterized by a pathologist as similar to expected inflammation for an absorbable suture at 28 days.

Distal embolization of hemostatic agents has been identified as a significant safety risk with some devices, hemostatic powders, and clays. Kheirabadi et al. noted that a smectite granule procoagulant WoundStat was made by TraumaCure (Bethesda, MD) could result in endothelial damage, enter systemic vasculature, and result in distal thrombosis of vital organs. In this study, no clinical or physiologic evidence of material embolization was observed.

Preformed samples of the foam material satisfied all requirements for biocompatibility assessment according to ISO-10993: Biological Evaluation of Medical Devices. This series of standard tests is designed to evaluate device safety as a supplement to the intended-use study described in this article. Data demonstrating that the material is not acutely toxic, cytotoxic, pyrogenic, and irritating confirm conclusions from the swine study. ISO-10993 testing further characterizes gaps that cannot be tested easily in large animals. We established that the material was not sensitizing and was not genotoxic in vitro and in vivo models. This 28-day swine data, combined with the complete ISO-1099 toxicologic data, suggest a favorable biocompatibility profile.

There are several limitations to the current study. First, the splenic injury model resulted in only mild bleeding and not massive exsanguination. This model was selected intentionally to create mild uncontrolled hemorrhage while maintaining animal survival in the control group to 180 minutes and eliminating resuscitation/reperfusion injury and the need for blood transfusion since this would confound any conclusions regarding inflammatory impact of foam remnants. Second, the 150-mL group was aborted early, with clinical findings consistent with some prior exploratory work. The manner of these two deaths in the 150-mL group was sufficient enough to conclude that this dose was clearly unsafe, and additional work with that dose would be wasteful. Third, the animals were not randomized at the time of injury since foam manufacturing had to be planned weeks ahead of time and animals were scheduled similarly. Finally, the 28-day endpoint was selected for practical reasons, and because 28 days is considered a marker of survival in critically ill patients, 90-day studies may be required to confirm results from this study in the longer term.

In summary, this study supports a safe and favorable 28-day risk-benefit profile of intraperitoneal administration of hemostatic foam in swine for doses of 120 mL or less. Our hypothesis is not supported in the 150-mL group. Compartment syndrome is not appreciated at lower doses, bowel injuries are manageable, thermal injury is not appreciated, and remnant particles seem to be well tolerated. We conclude that this study, combined with the previous work on this foam, suggests that prehospital foam treatment of noncompressible hemorrhage has the potential to alter the current standard of care for exsanguinating patients. Ongoing work is required to evaluate longer-term safety and translate the swine dose for humans.

AUTHORSHIP


ACKNOWLEDGMENT

We thank Chris Murphy; Kyle Sims, Drs. Bijan Kheirabadi, Jill Sondeen, Mike Dubick, Peter Rhee, Martin Schreiber, John Holcomb, Ali Salim, and Hasan Alam, for their input into the guidance of this project.

We thank Drs. William Wustenberg and Lucas Brennecke for their help interpreting liver enzyme and histopathology, respectively.

DISCLOSURE

This study was supported by DARPA and ARO contracts W911NF-10-C-0089 and W911NF-12-C-0066.
REFERENCES


