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F CREW ORD 

This ¡epon represents work completed under Contract No. AF 33(616)-5003 
on the development of a method for quantitatively measuring catechol amines — 
adrenaline and noradrenaline -- in urine. The chemical analysis is based on 
modificat’ons of a well known iluorometric method. 
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Task 71712. Captain Stuart C. Bondurant, Acceleration Section, Aero Medical 
Laboratory, served as contract monitor. The teciinicai assistance of Miss Luba 
Geller is gratefully acknowledged. The author is indebted also to Miss Mary 
Ellen Collins for assistance in making fluorescence spectra measurements, to 
Dr. Robert S. Shaw. Massachusetts General Hospital, for checking the originai 
manuscript of the work reported here, and to Dr. Arnold R. Sionim, Aero Medicai 
Laboratory, WADC, for assistance in editing this material for a Technical Report. 
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Technical Report. 
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ABSTRACT 

A method for the estimation of adrenaline and noradrenaline in urine is pre¬ 
sented. This method employs an ion exchange resin, Amberiite XE-64, foi- 
purification. The simultaneous estimation of the two hormones is accomplished 
by a multiple filter technique of fiuorometry. The selection of appropriate sets 
of filíe:;: is based on a careful study of the fluorescence spectra of the compound« 
concerned. 

The method has been subjected to careful scrutiny as to factors affecting 
reproducibility and precision of the measurements. Evidence is presented that 
a high degree of specificity has been attained. 
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INTRODUCTION 

The objective oí this study was the development of quantitative methods for 
the measurement of adrenaline and noradrenaline* in body fluids. Variations in 
the production of these two hormones are thought to be of considerable importance 
in the adaptation of individuals to both physical and emotional stresses. Reliable 
methods applicable to large scale physiological experimentation are badly needed 
to test these hypotheses. 

A method has been developed combining the modifications of ion exchange 
purification as first proposed by Bergstrom and Hansson (1) and the quantitative 
fluorescence reaction of Lund as modified by Von Euler and Floding (4). 

METHODS 

Equipment and Reagents 

(a) Instruments. The Farrand Fluorometer, Model A, and the Aminco-Bowman 
Spectrofluorimeter are used in this study. 

(b) Optical Filter Systems 

The svstem isolating epinephrine fluorescence predominantly, referred 
to as the "E" svstem, is composed of a primary and secondary filter. The pri¬ 
mary (or activation) filter consists of a 436 nip interference filter (Baird Assoc¬ 
iates or Farrand Optical Co.) or a combination of Corning 5113 and 3389. The 
secondary filter consists of a Corning 3486; this filter excludes light of wave lengths 
less than 525 mp. 

The system isolating norepinephrine fluorescence predominantly, referred 
to as the "N” system, is composed of a primary and a secondary filter. The pri¬ 
mary filter consists of a Corning 4308, 9863, and aWratten 36; this filter combi¬ 
nation has a light window between 400 and 420 rryj. The secondary filter consists 
of a Kodak 75. (The transmission characteristics of this secondary filter are shown 
in Fig. 1. ) 

(c) Reagents 

Reagent grade chemicals are made up in the following concentrations: 
hydrochloric acid (0. 5N, IN, and 6N), acetic acid (0. 33M and 1.0M), sodium 

* Although the official American terminology of these two catechol amines is epi¬ 
nephrine and norepinephrine, the terms adrenaline and noradrenaline are pre¬ 
ferred and used in this report because the compound.: involved in the 
fluorescent reaction are derived from the same base, e.g., adrenochrome and 
adrenolutine. 
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hydroxide (IN and 5N), sodium chloride (0.2 pm%), potassium ferricyanide (0 25 um%) 
and zinc chloride (0. 5 gm%). b 10 

Ethylene diamine t ^raaoetate ( EDf A), 0.1M, is prepared by dissolving 
37. 2 gm oí clisodium EDTA“2Hp0 per liter oi water. 

Alkali-ascorbic ae.i is prepared just before use by dissolving 1.0 gm 
of ascorbic acid in 50 ml of water; 1 mi of this solution is added to 9 ml of 5N 
NaCH. 

Sodium phosphate, 0. 5M, buffer. 0. 5M NaoHXM (71 gm/liter) and 
0. 5M NaHgPCb -2H2O (69 gm/üter) are prepared and mixed together to give a 
pH of 6. 2 - 6. 3 on a pH meter. A mixture of exactly 2 monosodium to 1 disodium 
salt solution gives the desired pH. 

Sodium acetate, 1M, is buffered to pH 6. 2 with 1.0M acetic acid and checked 
on the pH meter. 

Amberlite XE-64 resin (Rohm and Haas Co.) glass wool plus Baker's 
purified sand are used for the columns. 

(d) Standards 

^fie standards are used: epinephrine (adrenaline) bitartrate- 
U. S. P. primary reference standard (18. 2 mg in 1 liter of 0. 33M acetic acid; this 
xcps indefinitely in a refrigerator), and norepinephrine (noradrenaline) bitartrate 
- Winthrop Stearns Co., N. Y. (20.0 mg in 1 liter of 0. 33M acetic acid). 

Working standards are prepared by diluting 5 ml of each of the above stock 
s andards to 100 ml with water; this keeps only 3-4 days in a cold room (at 4° C) 
One ml of working standard is equal to 0. 5pg of either amine. 

Preparation of Resin (from sodium form) 

A 2 to 5 cm layer of dry resin is placed into a 500 ml Erlenmeyer flask, and 
water is added with shaking to just below the neck 0/ the flask. The contents are 
allowed to stand one-half hour or more. Excess water is decanted (the superna¬ 
tant solution will be cloudy at this stage no matter how long the resin stands). 

The resin suspension is washed at least twice with IN HC1, once with water 
once with IN NaOH, once with water again; the washing procedure is then repeated 
entirely. 

It is important to wash the resin in the "H" or acid form until the supernate 
is nearly clear between washings. After the final washing in the sodium form, a 
s urry about 5 cm deep is made so that it will draw conveniently into a 10 ml re¬ 
agent pipet with a broken tip. 
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Preparation of Columns 

Columns with bulb of 250 ml capacity, 35 cm long, and 1 cm in inner diameter 
are used in this work. 

A [Mug of giass wool is pushed with a glass rod to the constriction of the column. 
The bulb is well filled with water, and some water is run through to pack the glass 
wool plug. Some Baker’s purified sand is shaken in to make a layer about 1 cm 
above the glass wool piug. The column is tapped or shaken until the surface of the 
sand is horizontal. 

The resin slurry is added with a 10 ml p.pet and the resin is washed down 
¡he sides with a wash bottle. The stopcock is opened, drainage is allowed, and 
She resin is added continually until the resin column is approximately 15 cm long. 
When the 'resin has settled completely, a small glass wool plug is added to the top 
of the column. 

(a) Buffered Column Treatment. The water level is drained to the top of the 
piug. Forty to fifty ml 0. 5M phosphate buffer, pH 6. 3, is added; drainage is 
allowed until column shrinkage is complete and the pH of the effluent is 6. 3. The 
column is allowed to stand at this stage overnight. 

(b) Acid Phase Column Treatment. The above column is treated with 50 ml 
IN HC1 instead of buffer and washed with 50 - 100 ml water. At the end of the 
run, the eluted column may be washed with some IN HC1 and water, and used as 
the acid phase column for the next test. 

(c) Treatment on Day of Test. Excess buffer is drained off and the column is 
washed with 0. 2% NaCl until the effluent pH is around 5.0 to pH paper (takes 50 - 
00 ml); the column is now ready for use. 

Preparation of Urine Samples 

A twenty-four hour urine sample is collected with 10 mi 6N HC1 (5 mi con. 
Hv.1, a ml water); the final pH should be between 1.2 and 3.0. Any sample outside 
Hus range is rejected From 50 to 100 ml aliquots are used depending on the 24 
hour volume. 

For recovery experiments parallel samples are run on parallel columns with 
a. 0 pg of either epinephrine or norepinephrine added to one sample before being 
put on the column. The pH is adjusted to 5.0 - 5. i with IN NaOH; 100 - 150 ml 
of water is added, so that the sample is between 0.01 and 0.04 molar with respect 
to the NaOH needed for neutralization. 
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l he sample is passed through the acid phase column and washed once more 
with 50 ml 0. 2% NaCl. All effluent is saved and washed. 

The material is run through the buffered column for 2-4 hours and is washed 
twice: once with approximately 20 ml and once with 50 ml of 0. 2% NaCl. 

Elution 

From 40 to 50 mi of 0. 5 N HC1 is added and the column is watched closely. 
The zone of transformation of the resin from the sodium to the hydrogen form can 
be followed as there is a change in color from the pink of the sodium to the white 
of the acid phase. The eluate is discarded until ; bout 7. 5 cm of the sodium phase 
remains (2/3 of the column). The eluate is collected from this point on until the 
column is completely decolorized. With practice this can be accomplished with 
25 ml of eluate, although 30 ml is safer for large scale use. 

Development of Fluorescent Reaction 

A 10 ml glass-stoppered graduated tube is used for sample, blanks and standard, 
and the following reagents are added in order: 

(a) Sample - 1. 0.1 ml 0. 5% ZnS04 
2. 3. 0 ml eluate equivalent to 5 mi urine 
3. 1.0 mi 1M acetate buffer, pH 6.1 - 6. 2 
4. IN NaOH is added until pH is approximately C.O (err on high 

side); pH hydrion paper range 5. 2 - 6. 6 is convenient for this 
neutralization. Make up to 5 mi mark. 

5. 0.1 ml 0. 25% ferricyanide; let stand exactly 2 minutes after 
mixing. 

6. 0. 5 mi ËDTA solution 
7. 1.0 ml alkali-ascorbic mixture. Make up to 10 ml mark. 
8. Fill cuvette and read on fiuorometer. 

(b) Unoxidized Blank - It is treated exactly as the sample except that ferricy¬ 
anide (step 5 above) is omitted. 

(c) Reagent Blank - Water is substituted for eluate in step 2 above. 

(d) Standard(s) - One mi of working standard plus 2 ml of water are used in 
step 2 above (1 ml working standard is equal to 0. 5 pg of catechol amine). 

Measurement 

Using filter system E_ the galvanometer is set at 100 with the adrenaline 
standard. Standards, samples, and blanks are read in order. The filters are 
changed to filter system N , and the galvanometer is set at 100 with the noradrena¬ 
line standard. The galvanometer readings are taken in the same order. 
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C ak'ulatioR 

The ioiiowing simultaneous linear equations are solved .for x and y (with 
corrections made for the readings of the blanks): 

aA + vC = hf 
xB ! yD = HG 

Where A 
B 
C 

D 
F 
G 
H 

= Reading Adrenaline Std on E system (=100) minus Reagent Blank. 
Reading Adrenaline Std on N_ system minus Reagent Blank. 

= Reading Noradrenaline Std on JE system minus Reagent Blank. 

= Reading Noradrenaline Std on N system (= 100) minus Reagent Blank. 
= Reading of Sample on E_ system minus Eluate Blank on IL system. 
= Reading of Sample on N_ system minus Eiuate Blank on N system. 
= Concentration of Standards, usually 0. 5 ug/10 mi assay mixture. 

= Concentration of Adrenaline lnpg/T0 ml. 

y Concentration of Noradrenaline in pg/10 ml. 

Since 10 ml assay mixture is equivalent to 5 ml urine, the vame of x (or y) 
X ?00 • the concentration of the respective catechol amine in pg/iiter of urine. 

RESULTS 

The isolation or first step of the method consists in adsorption of the cat¬ 
echol amines on a carboxylic acid cation exchange resin, Amberlite XE-64. 
rite columns are washed with dilute saline and the catechol amines subsequently 
eiuted with dilute hydrochloric acid. The type of resin used is particularly suit¬ 
able for isolation of organic bases. 11 behaves as a weak acid itself and thus can 
be buffered to control the pH of the internal environment. When buffered at pH’s 
near neutrality, amphoteric compounds such as neutral amino acids are poorly 
retained. Elution is easily accomplished with very dilute mineral acids. This 
method of purification avoids the excess alkalinity which characterizes other methods 
of isolation of these compounds -- as a resuit the ecoveries are good. For adren ¬ 
aline the mean recovery is 93% and for noradrenaline 91%. The 95% confidence 
limits, based on 30experiments with each compound, for recoverability are 19.4% 
for each. Indications are that increased experience on the part of the chemist can 
narrow this range considerably. 
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Figure 1 - Emission spectra at conditions simulating the filter system em¬ 
ployed with Farrand fluorometer. Optical density of secondary filters as 
measured by Carey spectrophotometer in inset. Shaded area represents 
segment of fluorescent spectra of compounds transmitted by secondary 
filters and is projected portion shown in optical density figure in inset. 
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Figure 2 - Effect of calcium 
chloride, 0.002M, on the emis¬ 
sion spectrum of adrenoiutine. 

The chemical reaction is based on the well-known oxidation of the catechol 
amines to the adrenochromes and then subsequent rearrangement in alkali to 
trihydroxyindoles. With the Aminco-Bowman spectrofluorometer, fluorescence 
spectra of these compounds have been obtained. An important observation has 
been made, namely, that the presence of heavy metals alters not only the Intensity 
of emitted light but the emission spectra as well (Fig 2). This problem is easily 
surmounted by the use of ethylene diamine tetraacetate (EDTA) in the second 
stage of the reaction. By means of the spectral data obtained (Figs 1,3, and 4) 
we have been able to make a rational selection of primary and secondary filters 
for use on filter fluorometers. It is possible to se up optical conditions wherein 
the fluorescence of adrenaline and noradrenalinederiyativesare strikingly different 
(Fig 5). In this way a binary system is set up and the absolute amounts of each 
substance can be easily calculated. Of course such a calculation introduces an 
additional source of error since the error of measurement of one substance 
affects the other. This objection is somewhat mitigated by the fact that a 
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ADRENALINE 

550 6 00 450 500 550 600 

Figure 3 - Emission spectra at respective activation maxima made on Aminco- 
Bowman spectrofiuorimeter with 0.003 resistan ’e. Each compound present in 
0.05 pg ml concentration. 

noradrenaline — 

awf >. t N if, r * <w* 

I if.ure 4 - Activation spectra at respective emission maxima. 
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NCR ADRENALINE 

A-DRK.NAUM: 

Fife '•e 5 - Standard curves of fluorescence of adrenaline and noradrenaline 
derivatives with the selected filter systems. 

single manipulation is needed in contrast to other methods such as von Euler's 
differential oxidation. From differential recovery data it appears that the added 
error introduced by this factor is not serious in the physiological concentrations; 
it becomes important only where marked excesses of one or the other occurs 
such as in pheochromocytoma. 

DISCUSSION 

The specificity of the method has not been rigorously determined. It has 
not been possible to compare the results against a completely independent analysis 
for instance bioassay. This has been done by von Euler using a somewhat similar 
chemical method, and the results are in fair agreement although tending to be 
somewhat higher by chemical than by biological assay, ’t can not be assumed 
that bioassay if lewer is more correct. 

One of the great objections to iiuorometric assay has been the large number 
of biological compounds that exhibit fluorescence under one condition or another. 
To date no method of isolation completely eliminates fluorescence obviously not 
due to oxidized adrenaline or noradrenaline. In fact compounds, possibly Indoles, 
have been isolated on sulfonic acid resins which develop appreciable fluorescence 
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ündt?i tilt' Stinií? conditions íis lho ci i' 0 n il i i h g fíimily. Snm.il mounts of those Rppoítr 
in the eiuate from Amberiite XE-64. However, it has beer found that these and a 
great deal of the "blank" fluorescence can be eliminated by a preliminary passage 
of the urine through a column of the same resin, Amberiite XE -64, in the hydrogen 
oyeie. This removes impurities that have an affinity for the renin because of 
other than ionic properties. The buffered columns after eiutior are washed briefly 
and used as hydrogen columns in the next test, so that this step does not unduly 
lengthen or complicate the procedure. 

The Ami no o-Bow man instrument has also been helpful in establishing appro 
prime conditions for taking into account the non-specific fluorescence. Eluates 
in the present method contain a substance or family of substances having some 
fluorescence with an emission maximum at 465 mp and an activation maximum of 
3T0mp. It contributes some fluorescence on the lower wave length filter system 
employed in the Farrand instrument. This fluorescence is present after treat¬ 
ment with potassium ferricyanide at pH 6, and is present after treatment of non- 
oxidized eiuates with the alkali-ascorbate mixtures (see Fig 6). Therefore, it 
seems that an appropriate blank is established by omitting the oxidizing step. 
Older methods used a blank in which the ascorbic acid was omitted; under these 
conditions the trihydroxindoies rapidly disappear. However the non-specific 
Uuorescent component does likewise. Furthermore, thiochrome which contributes 
a slight amount of fluorescence with the filter systems employed is formed under 
’hese conditions but in neither the total reaction or blank we employ. 

•AVI LÍWOTW m* 

Figure 6 - Emission spectra at activations of 405 and 440 nyj made on eiuate 
from a patient. Calculated values equivalent to 5 ml of urine are 0.081 pg 
noradrenaline and 0.01 pg adrenaline. Eiuate blank and reagent blank are 
superimposed. 

WADC TR 59-175 10 



A Jaftre number oí urine eiuates'have been studied with the Aminco-Bowman 
instruments. In most physiological and pathological states nuradenaline exceeds 
adrenaline by nearly ten told. Moreover, with respect to general contour and 
;'"Muon oí maxima, both the emission and activation spectra closely parallel 
those deveiopea by identical treatment of a pure solution of noradrenaline. In 

nm caaes where the ratio of adrenaline to noradrenaline is higher, an inflec¬ 
tion point or subsidiary peak at the adrenoiutme maximum can be seen (Fig. 6). 

Some distortion of the noradrenaline spectra is seen in the lower wave lengths 
and is consistent with the blank componen! described above (Fig &). These obser¬ 
vations show that_n is unlikely that other components contribute a very large part 
of the measured fluorescence. 

Work is in progress with ion exchange fractionation by the method of Kirshner 
and Good all ¢3). This has already indicated that substances responsible for the 
I'ianK move much more rapidly through the column than true bases. This obser¬ 
vation indicates that a different washing procedure might eliminate most of the 
remaining blame fluorescence in the routine operation. Preliminary experiments 
have been promising in this regard. 

The most convincing evidence of the validity of the method comes from data 
on a large number of patients and experimental subjects. The mean values for 
the first 15Ü urine samples are adrenaline 4. 5 pg and noradrenaline 35. 8 Mg 
per 24 hours. These figures are strikingly similar to those reported by von Euler 
and Floding on bioassay studies of a similar population. With the exception of 
'•-tuinidme and quinine, no drug has been encountered which produces misleading 
results. These affect the blank also and are not actually responsible for mistakes. 
Isopropyl noradrenaline, or isuprel, has an identical fluorescence spectrum to 
adrenaline and is a possible source of error. Of the closely related catechols, 
dopamine (3-hydroxy tyramine)gives a slight reaction. Dopa (3, 4 dihydroxy 
phenylalanine) gives fluorescence at lower wave lengths equivalent to 70% oí an 
equivalent amount of noradrenaline, but is not retained on the resin used in this 
study. 

Work has not yet been done on the analysis of catechol amines in blood. 
However, the principles of the fluorometric technique established here are 
pertinent to any attempts at chemical assay of these hormpnes in blood. Very 
recently work by Cohen and Goldenberg (2) has appeared in which a blood fluoro¬ 
metric method is described based on similar considerations. The normal blood 
leveis described therein are so iow that one is forced to question the usefulness 
o! their measurements in physiological experiments . n man. 
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SUMMARY 

A multiple filter fluorometric method has been developed which fives a 
piecise measurement of catechol amines in urine. The mean recoveries for 
adrenaline and noradrenaline are 93% and 91% respectively; the 95% confidence 
limits for recoverability are 19. 4% for each hormone. The technique is simple 
enough to aijov the performance of five or six analyses per technician per day. 
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